Abstract. We present a microelectromechanical system (MEMS)-based condensation particle counter (CPC) for sensitive and precise monitoring of airborne ultrafine particles (UFPs) at a point of interest that is portable, inexpensive, and accurate. The proposed system consists of two main parts: a MEMS-based condensation chip that grows UFPs to micro-sized droplets and 10 a miniature optical particle counter (OPC) that singly counts grown droplets with the light scattering method. A conventional conductive cooling-type CPC is miniaturized through MEMS technology and the 3D printing technique, and the essential elements for growing droplets are integrated on a single glass slide. The proposed system is much more compact (75 mm 130 mm 50 mm), lightweight (205 g), and power-efficient (2.7 W) than commercial CPCs. In quantitative experiments, the results indicated that the proposed system can detect UFPs as small as 13.4 nm by growing them to micro-sized (3.16 µm) 15 droplets. The proposed system measured the UFP number concentration with high accuracy (deviation within 4.1 %), and its detectable concentration range of 7.99-7200 N cm −3 . Thus, the proposed system can potentially be used for UFP monitoring in both low-concentration (e.g., air filtration system, high-precision industries utilizing cleanrooms) and high-concentration (e.g., indoor/outdoor atmospheres) environments.
gravitational methods), CPCs provide extremely sensitive and precise counting because they are theoretically capable of counting every single UFP (Kangasluoma et al., 2017; Kangasluoma et al., 2014; McMurry, 2000) . Moreover, if a differential mobility analyzer (DMA) is used as a particle size selector, CPCs can offer higher particle size resolution (64 size channels per decade) than any other particle-sizing instruments (Sioutas, 1999; Stolzenburg et al., 2017) . However, commercially available CPCs are bulky and expensive; thus, they are impractical for onsite monitoring where the UFP concentration changes 5 continuously. Although portable CPCs (model 3007, TSI Inc., USA) are currently on the market, they are still large in size (292 mm × 140 mm × 140 mm) and expensive (~10,000 USD) for ownership. Therefore, despite their advantages, CPCs are difficult to actively utilize for onsite monitoring applications.
In the past few years, several studies have used microelectromechanical system (MEMS) technology for UFP analysis (Hajjam et al., 2010; Kang et al., 2012; Kim et al., 2018; Kim et al., 2015; Wasisto et al., 2013; Zhang et al., 2016) . Because this 10 technology is capable of batch-and micro-size fabrications through the semiconductor manufacturing process, such chips provide cost-efficiency, compactness, and enhanced portability. Most MEMS-based sensors developed for monitoring UFPs were based on the electrical technique. However, these sensors exhibited low sensitivity because their small size means that they have to operate at a small volumetric flow rate (below 1 LPM), and UFPs carry small charges because of their limited surface area. 15 In this study, we developed a high-performance MEMS-based CPC that is portable, inexpensive, and power-efficient. The proposed system comprises a MEMS-based condensation chip and miniature optical particle counter (OPC). UFPs are grown to micrometer-sized droplets on the chip, and the grown droplets are detected by the miniature OPC. Owing to the MEMS and 3D printing technologies, particle enlargement (i.e., the fundamental process of the CPC) can be realized on a chip-scale system because the essential elements for growing droplets (i.e., channels, micropillar-type wick, heaters, temperature sensors) are 20 integrated on a single glass slide. Accordingly, the proposed system has a size of 75 mm × 130 mm × 50 mm, weight of 205 g, and power consumption of 2.7 W. Moreover, the MEMS-based condensation chip is a cartridge type; it can easily be exchanged after a long operation time and simply connected to the control circuit board.
In addition to its compactness, the proposed system also provides high degrees of accuracy and precision. A quantitative characterization using Ag particles indicates that the proposed system can detect individual particles with a size of 13.6 nm 25 and measure the UFP number concentration within a difference of 9.13 % compared to commercial CPCs. These results show that our system can potentially be used as a portable, low-cost, and high-precision UFP sensor for various fields (e.g., assessing UFP exposure, monitoring workplaces, tracing particle sources in high-precision industries with cleanrooms). Moreover, when combined with the recently developed miniature DMA, the proposed system should also be able to perform onsite monitoring of the UFP size distribution with high resolution (Liu and Chen, 2016; Qi and Kulkarni, 2016) . 30 Figure 1 shows the operating principle of the proposed MEMS-based CPC, which consists of a reservoir, saturator, condenser, and miniature OPC. To generate supersaturated vapor and hence grow UFPs to micro-sized droplets, the proposed system utilizes a conductive cooling method. The saturator generates saturated vapor by heating the wetted wall with the working fluid. This saturates the UFP-laden sample, which is introduced into the saturator at a flow rate of 0.15 LPM, with working 35 fluid vapor. The saturated sample then enters a condenser, whose temperature (10 °C) is lower than that of the saturator (40 °C).
Description of the MEMS-based CPC
In the condenser, the hot saturated vapor present in the sample is cooled to reach the supersaturated state. UFPs in the supersaturated vapor act as condensational nuclei and grow to droplets. The mean diameter of grown droplets are 3.16 µm, which can be easily detected by the miniature OPC based on the light scattering method. The experimental results of the droplet size distribution are included in the supplemental material ( Figure S1 ). 40
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The cornerstone of the proposed system is its compact, cost-efficient, and portable features for the onsite monitoring of UFPs. Figure 2a shows an optical image of the proposed system. By using the MEMS technology, the proposed system can generate supersaturated vapor and grow droplets on a chip-scale system for significant decreases in the size, weight, and power consumption. The heaters, temperature sensors, and wick are monolithically integrated with the glass slide ( Figure 2b ) and perform crucial roles: supplying the working fluid to the saturator and condenser via capillary action and generating 5 supersaturated vapor.
As shown in Figure 2c , micropillar arrays serve as a wick with dimensions of 40 µm in diameter, 100 µm in length, and 100 µm in pitch. A micropillar-type wick with these dimensions was experimentally determined to be capable of pumping the working fluid from the reservoir and spreading it over the entire surface of the saturator to ensure that the saturator wall is always in the wetted condition. SU-8 is a negative-tone photoresist and was chosen as the structural material of the micropillar-10 type wick because it provides a high patterning resolution (~ 1 μm) and outstanding chemical/thermal stability to guarantee the high durability of the proposed system (Chang and Kim, 2000; Kim et al., 2003) .
In order to generate supersaturated vapor with a constant saturation ratio, the temperatures of the saturator (40 °C) and condenser (10 °C) must be controlled to the designed values. For this purpose, the resistive heater was uniformly patterned on the inner wall of the saturator, and a miniature thermoelectric cooling module was attached to the outer wall of the condenser. 15
Both temperatures were monitored with resistive temperature sensors having an accuracy of ± 0.1 °C and located at the outlet of the saturator and center of the condenser, respectively. A customized circuit was used with the pulse width modulation (PWM) method to adjust the power for the heaters and thermoelectric cooler module and thus control the temperatures.
In the condenser, while supersaturated vapor grows UFPs to droplets, some may condense on the wall and clog the channel.
Thus, like the saturator, the condenser also had micropillar-type wicks to prevent droplet formation on the wall and drain the 20 condensed working fluid to the reservoir. While the diameter and length were the same, the pitch of the micropillar-type wick was larger than that in the saturator. This is because permeability is preferred over the capillary force for a rapid discharge of the working fluid.
A spacer, which included the channels and inlet/outlet connectors, was fabricated with a 3D printer in a single printout. The material for the spacer was UV-curable epoxy, which has a high printing resolution (minimum linewidth: 0.3 mm) and can 25 endure temperatures up to 80 °C (Stansbury and Idacavage, 2016) . The channel of the saturator was winding to increase the residence time and thus ensure fully saturated vapor. The width, height, and length of the saturator channel were 6, 3, and 150 mm, respectively, and the corresponding residence time at the given flow rate was 1.08 s. The maximum Reynolds number in the channel at the given flow rate was only 32, which means that the sample stream in the channel was in the fully laminar regime. 30
Fabrication process
As shown in Figure 3 , the MEMS-based particle growth system consists of a top plate, bottom plate, and 3D-printed channel.
The fabrication process was identical for the two plates. The essential elements on the plates (heaters, resistive temperature sensors, and micropillar-type wick) were fabricated through a simple photolithographic process. An E-beam evaporator was used to deposit a thin metal layer (30/300 nm of Ti/Au) on the plates. Then, a positive-tone photoresist was spin-coated at 35 3000 rpm for 30 s, and softly baked on a hot plate at 95 ℃ for 1 min. After baking, the photoresist was exposed to UV light (wavelength: 365 nm, exposure dose: 55 mJ cm -2 ) and developed with a photoresist developer. Then, the wet etching process was performed to define the electrodes (Figure 3a) . To enhance the repeatability of the temperature sensors, the fabricated electrodes were heat-treated at 300 °C in ambient atmosphere. The SU-8 negative-tone photoresist was used as the material for the micropillar arrays. A 100 µm layer of SU-8 (model 2100, Microchem Corp., USA) was spin-coated onto the plates at 40 3000 rpm for 30 s and baked at 85 °C for 120 min. Then, it was exposed to UV light (exposure dose: 240 mJ cm the micropillar array structure. Next, a post-exposure-bake (PEB) was conducted through a two-step ramping process on a hot plate: 65 °C for 5 min and then 95 °C for 120 min. The exposed SU-8 was developed with a SU-8 developer (Figure 3b ).
The fabricated channel and plates were packaged with polymethyl methacrylate (PMMA) jigs and silicon rubber gaskets (Figure 3c ). The cooling modules comprised a thermoelectric cooler, heat sink, and mini fan and were attached to the outer walls of the condenser (Figure 3d) . Finally, the fabricated chip was inserted into a card connector, which was linked to the 5 control circuit board. Figure 4 shows the experimental setup used to characterize the overall performance of the proposed system in terms of three aspects: (a) the clean air supply system, (b) monodisperse particle generating system, and (c) performance comparison system.
Experimental setup
Compressed air was used as the carrier gas. Any moisture, oil droplets, and particles in the compressed air were removed in 10 the clean air supply system with an oil trap, diffusion dryer, and high-efficiency particulate (HEPA) filter. The purified air was then supplied to the particle generating system at a flow rate that was accurately controlled by a mass flow controller (MFC; VIC-D200, MKP Co., KR). Ag particles ranging in size from 4 nm to 40 nm were generated by an Ag particle generator (EP-NGS20, EcoPictures Co., KR). They were electrically charged by a soft X-ray charger (XRC-05, HCT Co., KR) and then classified to a specific diameter with a DMA (model 3081A, TSI Co. Ltd., USA). Next, the number concentration of the 15 monodisperse Ag particles were controlled (0-7200 N cm -3 ) in the dilution bridge system by adjustment of the needle valve.
Finally, the concentration-controlled and monodisperse Ag particles were introduced into the proposed system and reference instrument, which was either a CPC (model 3772, TSI Inc., USA) or aerosol electrometer (model 3068B, TSI Inc., USA). The lengths of tubes that led to the proposed system and reference instrument were carefully adjusted to guarantee the same transport times. 20
Results and discussion

Working fluid transmission and evaporation
In order to characterize the wick capability of the working fluid transmission and evaporation, a rectangular test sample was used. The sample included a heater and temperature sensor, and its length was equal to the saturator maximum length (38 mm) of the proposed system. 25
To identify the supply capability of the wick, a capillary rise experiment was performed (Figure 5a ). The sample was slowly lowered to the surface of the working fluid. Once the bottom of the sample touched the surface (t = 0 s), the rise of the working fluid on the sample was recorded. As shown in Figure 5b , the forefront of the working fluid rose rapidly at the beginning and then slowed down gradually. The forefront of the working fluid reached the endpoint of the saturator in 35 s and thus wetted the whole surface of the sample. 30
In the saturator, the working fluid transported by the wick is vaporized at elevated temperatures. When the rate of the working fluid evaporation is higher than that of the transportation, a dry-out region is formed. This phenomenon must be minimized because the partial vapor pressure near the wall must be kept close to the saturated condition. Figure 5c shows optical images of the dry-out region formation as the surface temperature increased. The temperature of the sample surface was increased in increments of 10 °C; at each temperature, the system operated for 180 s. The dry-out region clearly did not form when the 35 surface temperature was equal to the designed saturator temperature (40 °C) and even reached 70 °C. At 80 °C, the front of the working fluid started to recede, so a dry out-region formed. At 90 °C, the area of the dry-out region accounted for approximately 20 % of the heated surface. These results demonstrate that the amount of the working fluid supplied from the wick was greater than the rate of evaporation in the condenser at the design temperature. Moreover, the saturator temperature can be raised to 70 °C to increase the saturation ratio and hence decrease the Kelvin diameter to enabling the system to detect smaller particles.
Size-dependent particle counting efficiency
The counting efficiency ( ) is defined as the efficiency of the system at detecting the drawn particles and describes the overall CPC performance. It is the product of three efficiencies: 5
where , , and are the efficiencies of a particle passing through the proposed system, the condensation chip at growing droplets, and the OPC at counting droplets passing through its sensing volume, respectively. Because these three efficiencies are strongly dependent on the particle size, the counting efficiency must be characterized as a function of the particle size. 10
The counting efficiency was obtained from the ratio of the concentration measured with the proposed system to the reference number concentration. The reference concentration (Nref) was obtained from the electrical current (I) measured by the AE:
where n is the number of elementary charges (+1) per particle, e is the elementary charge (1.6 × 10 -19 C), and is the flow rate drawn into the AE. 15 Figure 6 shows the size-dependent counting efficiency of the MEMS-based CPC. The number concentration range of Ag particles was controlled to be 1000-2000 N cm -3 . Our system initially detected nanoparticles at 5 nm, and the detection efficiency increased sharply above 9 nm. This was primarily because the activation efficiency (ηact) increased when the particle size exceeded the Kelvin diameter (2.45 nm). The transport efficiency (ηtrans) increased as the diffusion loss decreased because the diffusivity of a particle is inversely proportional to its size. The corresponding minimum detectable size is defined as the 20 size at which particles are detected with 50% efficiency and was found to be 13.4 nm. The detection efficiency was 90% at 20.6 nm and reached 95% at 22.9 nm; this indicates that particle losses by various particle deposition mechanisms (e.g., thermophoresis, diffusion, impaction) were negligible.
Detectable concentration range
Even if filtered air is introduced into a system, droplets may form in the condenser via homogeneous or ion-induced nucleation. 25
Droplets without UFP nuclei cause false counting, which makes the system read a higher concentration than reality. This phenomenon is critical, especially in low-concentration environments. To evaluate the false counting of the proposed system, it was operated for 1 h with a HEPA filter connected to its inlet. When the temperature difference between the saturator and condenser was set to 30 °C, the average number concentration during the measurement period (background concentration) was only 0.05 N cm -3 . This result indicated that homogeneous nucleation hardly occurred. Thus, the temperature profile was 30 uniformly established inside the condensation chip because homogeneous nucleation typically occurs at low temperatures in regions where the local saturation ratio is high.
We characterized the maximum detectable number concentration of our system by comparing the number concentration with that of the aerosol electrometer (i.e., reference number concentration). Monodisperse Ag particles with a size of 25 nm were used as the test particle, and their number concentration was increased in intervals of 3 min. Figure 7 shows (a) the time series 35 of number concentrations measured with the MEMS-based CPC and an aerosol electrometer and (b) a one-to-one comparison of the measured number concentrations by both systems. As shown in Figure 7b , relatively large fluctuations were observed at number concentrations of < 1000 N cm -3 because the lower concentration limit of the aerosol electrometer was relatively high (1 fA = 375 N cm -3 at 1 LPM). However, at the number concentration range of 1000-5000 N cm -3 , the overall difference between the concentrations of our system and the aerosol electrometer was only 4.1 %, which proves the high accuracy of our 40 system. When the concentrations exceeded 5000 N cm -3 , the deviation between the measured and reference number concentrations gradually increased. One of the main reason was the coincidence error. When multiple particles simultaneously passed through the sensing volume, the miniature OPC could not count them separately. The maximum detectable concentration of our system, which was defined as the number concentration at a difference of 20 %, was 7200 N cm -3 . The maximum detectable concentration can be increased by adopting a photometric method utilized by commercial CPCs: if the environmental concentration is above the maximum detectable concentration, the system measures the time-averaged value of 5 analog signals from the photodetector and converts it to the number concentration based on previously obtained empirical data.
Performance comparison with the reference CPC
The MEMS-based CPC was tested in parallel with a reference CPC. The classification voltage of the DMA was changed to introduce monodisperse Ag particles varying in concentration and size into both systems. The total measurement time was 600 s, and the measured data were averaged in intervals of 6 s. Figure 8 shows the measured number concentrations of the proposed 10 system and reference CPC. When particles larger than the minimum detectable size (13.4 nm) were introduced, the proposed system clearly showed high accuracy and precision comparable to those of the reference CPC: a difference of 4.54 % difference at a low concentration (7.99 N cm -3 at 28 nm) and -9.13 % difference at a high concentration (4544.82 N cm -3 at 16 nm).
Conclusion
The MEMS-based CPC was developed for sensitive and precise monitoring of UFPs at a particular point of interest. Our 15 system comprises two parts: the MEMS-based condensation chip and miniature OPC. To achieve compactness, the key elements for growing droplets (i.e., a saturator, reservoir, and condenser) were integrated on a 52.5 mm × 60 mm glass slide through a simple photolithographic process and 3D printing. Quantitative experiments with an aerosol electrometer (AE; model 3068B, TSI Inc., USA) and CPC (model 3772, TSI Inc., USA) demonstrated that our system can count UFPs with a size of 13.4 nm and measure the number concentration with high accuracy (within 4.1 % difference compared to AE) in the range of 20 1000-5000 N/cm 3 .
In terms of compactness and cost-efficiency, the proposed system is superior to conventional instruments. The proposed system has a far smaller physical volume than the reference CPCs and is less than 91.5 % of the portable CPC (model 3007, TSI Inc., USA) available in the market. Furthermore, its manufacturing cost can be minimized owing to batch fabrication based on MEMS technology. These advantages allow the system to be successfully applied to various fields that require UFP monitoring. 25
Furthermore, if combined with the recently developed miniature DMA, our system can help realize a mini-scanning mobility particle sizer (mini-SMPS) for accurate and precise measurement of the UFP size distribution at particular point of interest. 
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